AD-A265  535 


OFFICE  OF  NAVAL  RESEARCH 
TECHNICAL  REPORT  #4 
Grant  Number  N00014-89-J-1829 
R&T  Code  4134042 

The  Laser  Ablation  af  Gold  Fiiins  at  the  Electrode  Surface 
of  a  Quarts  Crystal  Microbalance 

by 

James  Pte  and  Brad  R.  Weiner 


Published  in  Applied  Sutface  Science,  62  (1992)  281-3 


Department  of  Chemistry 
University  of  Puerto  Rico 
Rfc  Piedras,  PR  00931 


ELECT E 
JUNO  8 1993 


May  1993 


Reproduction  in  whole,  or  in  part,  is  permitted  for  any  purposes  of  the  United 
Government. 


States 


This  document  has  been  approved  for  public  release  and  sale- 
unlimited. 


its  distribution  is 


THE  LASER  ABLATION  OF  GOLD  FILMS  AT  THE  ELECTRODE  SURFACE  OF  A 

QUARTZ  CRYSTAL  MICROBALANCE 


James  P6rez,  and  Brad  R.  Weiner** 
Department  of  Chemistry 
University  of  Puerto  Rico 
Rio  Piedras,  Puerto  Rico  00931 


ABSTRACT 


We  report  in  this  letter  the  amount  of  gold  removed  by  ablation  with  a  pulsed 
laser  operating  at  §32  and  355  nrn,  by  using  a  quartz  crystal  microbalance  as  a  mass 
detector.  The  resuits  indicate  that  for  the  532  and  355  nm  pulsed  laser  ablation  of 
gold  thin  films,  1013  - 1016  atoms  per  pulse  are  removed  ever  the  fluence  range  of  0.5- 
5.0  J/cm2,  The  amount  of  ablated  material  is  found  to  depend  on  the  fluence  at 
constant  wavelength,  and  on  the  wavelength  at  constant  fluence.  in  addition,  the 
mass  sensitivity  distribution  across  the  quartz  crystal  microbalance  electrede  has  been 
characterized  by  using  the  laser  ablation  technique. 
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THE  LASER  ABLATION  OF  GOLD  FILMS  AT  THE  ELECTRODE  SURFACE  OF 
A  QUARTZ  CRYSTAL  MICROBALANCE 


Pulsed  laser  ablation  is  a  practical  method  for  liberating  molecules  from  the  solid 
to  the  gas  phase,  and  is  currently  employed  in  a  variety  of  material  science 
applications.  These  include:  Sample  analysis!!],  thin  film  deposition^],  and  the 
generation  of  reactive  intermediates[3].  The  mechanism  of  laser  ablation  has  been 
investigated  by  surface  analysis  of  the  target  before  and  after  irradiation[4,5], 
spectroscopic  studies  of  the  ablation  plume!6,7,8]  and  characterization  of  the 
deposited  films[9,10,1 1].  In  spite  of  the  widespread  usage  and  investigation  of  the 
laser  ablation  technique,  many  of  the  physical  characteristics  of  the  process  remain 
ill-defined. 

The  amount  of  material  removed  in  a  laser  ablation  experiment  can  be  me  •  ured 
with  a  quartz  crystal  microbalance[12].  The  quartz  crystal  microbalance  (QCM)  is  a 
piezoelectric  device  that  consists  of  a  quartz  wafer  fixed  between  two  electrodes, 
which  allows  mass  measurements  in  the  nanogram  level.  This  mass  sensitivity  arises 
from  the  dependence  of  the  oscillating  frequency  on  the  total  mass  of  the  crystal,  its 
electrodes,  and  any  materials  at  the  electrode  surface.  The  mass  changes  at  the  QCM 
electrode  surface  are  typically  determined  by  the  Sauerbrey  equation!  13]  but  for 
heavily  loaded  crystals,  the  Lu  and  Lewis  equation,  which  takes  into  account  the 
elastic  properties  of  the  deposited  material,  is  better  suited!  14]: 
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(1) 
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where;  m1  =  the  mass  per  unit  area  of  the  removed  film;  Z  =  the  acoustic  impedance 
ratio;  fq  =  frequency  of  the  oscillator;  f0  =  frequency  of  the  oscillator  +  film;  pq  = 
density  of  quartz;  vq  =  shear  wave  velocity. 

Materials  deposited  on  the  electrode  of  a  QCM  may  be  laser  ablated  and  the 
induced  frequency  change  is  a  direct  measure  of  the  amount  of  material  removed.  By 
ablating  materials  at  the  electrode  surface  of  a  QCM,  the  amount  of  material  vaporized 
per  laser  pulse  may  be  determined  as  a  function  of  different  characteristics  of  the 
incident  laser  beam,  such  as  wavelength  and  fluence.  The  purpose  of  this  letter  is  to 
describe  our  first  studies  using  this  experimental  system,  and  to  demonstrate  the 
potential  of  this  technique  as  a  means  of  correlating  the  properties  of  lasers  used 
routinely  for  ablation  with  the  physics  and  chemistry  occurring  at  the  target  surface. 
We  report  here  the  results  of  the  355  and  532  nm  laser  ablation  of  thin  gold  films  at 
the  electrode  surface  of  a  quartz  crystal  microbalance. 

The  apparatus  consists  of  a  5  MHz  AT-cut  quartz  crystal  microbalance  (Valpey- 
Rsher,  Hopkinton,  MA),  supported  by  a  nylon  holder  with  copper  contacts  for  the 
oscillator  circuit.  The  entire  QCM  assembly  is  fixed  at  the  center  of  a  stainless  steel 
vacuum  cell  with  four  arms  (used  for  laser  ports,  oscillator  circuit  and  vacuum 
throughputs)  oriented  at  90°  angles  to  each  other.  The  oscillator  circuit  was  designed 
and  constructed  to  drive  the  crystal  at  its  resonant  5  MHz  frequency,  which  is 
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monitored  with  a  frequency  counter  (Hewlett  Packard  model  HP  5384  A).  Ablation 
was  initiated  by  a  Nd:YAG  laser  (Continuum  YG581C;  pulsewidth  ~  10  ns)  operating 
on  either  the  second  (532  nm)  or  third  (355  nm)  harmonic  at  a  repetition  rate  of  2  Hz. 
Laser  exposure  to  the  QCM  was  controlled  via  a  manual  shutter.  The  laser  beam  was 
focussed  onto  the  electrode  surface  of  the  QCM  with  a  150  mm  f.l.  lens.  Fluence 
values  were  varied  by  keeping  the  laser  spot  size  constant  while  incrementing  the 
unfocussed  laser  power  from  1  mJ/pulse  to  10  mj/pulse  (measured  by  a  calibrated 
Scientech  laser  power  meter,  model  372),  at  both  wavelengths.  The  laser  spot  size 
was  between  0.5  mm  and  1 .0  mm  in  diameter.  Ablation  was  performed  on  heavily 
coated  electrodes  (3000-5000  A)  to  minimize  the  probability  of  damaging  the  quartz 
crystal  at  higher  fluences. 

A  typical  experiment  consists  of  performing  single  shot  pulsed  ablation  at  nine 
different  positions  on  the  electrode  surface  of  the  QCM  and  plotting  the  frequency 
history  as  a  function  of  the  number  of  laser  pulses  (qf.  figure  1).  The  data  were  fit 
with  a  linear  least  squares  routine  and  the  slope  of  the  fitted  plot  gives  the  average 
induced  frequency  change  per  pulse.  The  amount  of  material  ablated  per  pulse  is 
calculated  by  substituting  the  average  frequency  change  into  equation  1.  This 
experiment  is  then  repeated  at  various  fluence  values.  Figure  2  shows  our  results  for 
the  pulsed  laser  ablation  of  gold  over  a  range  of  fiuence  values  at  the  wavelengths 
532  and  355  nm.  The  data  has  been  fit  to  a  line  by  standard  linear  regression 
techniques,  as  shown  in  Figure  2.  The  threshold  for  ablation  at  both  wavelengths  is 
ca.  0.5  J/cm2,  slightly  lower  than  previous  measurements  made  by  the  indirect 
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method  of  monitoring  deposition  of  thin  filmsEI  5]. 

For  the  experiments  described  above,  the  nine  laser  shots  were  positioned  0.35 
mm  from  each  other,  forming  a  3  x  3  grid.  Increasing  the  number  of  shots  at  the 
electrode  requires  a  larger  electrode  area  on  the  microbalance,  which  compromises  the 
sensitivity.  The  mass  sensitivity  of  a  QCM  obeys  a  gaussian  distribution,  with  the 
greatest  mass  sensitivity  at  the  center  of  the  electrode,  which  radially  decays  to  zero 
as  we  move  outward  toward  the  edges  of  the  electrode!  14].  A  second  type  of 
experiment  was  performed  to  verify  the  sensitivity  of  the  QCM  with  respect  to  laser 
position  on  the  electrode.  In  this  case,  the  laser  shots  were  positioned  linearly  across 
the  entire  electrode  surface.  Figure  3  shows  a  plot  of  the  change  in  frequency  as  a 
function  of  the  position  of  the  laser  on  the  QCM  electrode  fitted  to  a  gaussian 
distribution.  Since  the  reproducibility  of  the  removal  of  material  from  shot  to  shot  has 
been  established  near  the  center  of  the  electrode  (see  figure  1),  the  plot  in  figure  3 
represents  the  change  in  mass  sensitivity  observed  across  the  QCM  electrode.  This 
sensitivity  profile,  mapped  by  the  laser  ablation  technique,  agrees  with  results 
reported  elsewhere  by  using  other  methodsd  6,1 7],  The  3x3  grid  (cf.  figure  1 )  used 
for  measuring  the  amount  of  material  ablated  was  always  contained  within  a  distance 
of  ±  1  mm  from  the  absolute  center  of  the  QCM. 

Table  1  summarizes  our  data  for  gold  ablation  obtained  with  the  QCM.  The  table 
also  includes  for  compari'an,  the  data  of  Kelly,  ef  at.,  who  used  scanning  electron 
microscopy  to  monitor  gold  surfaces  following  excimer  laser  ablation  at  193  nm{4J. 
By  measuring  the  volume  of  the  ablated  crater,  they  were  able  to  estimate  the  average 
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amount  of  material  vaporized  per  pulse  (see  Table  I).  At  different  wavelengths,  it  can 
be  seen  that  from  the  table  that  355  nm  photons  are  more  efficient  at  removing  gold 
from  the  thin  films  than  the  other  two  wavelengths.  Rebouillat,  et  a/.,  [15]  have 
reported  deposition  rates  of  gold,  copper  and  aluminum  thin  films  following  laser 
ablation  at  355  and  532  nm.  They  found  higher  rates  of  deposition  for  355  nm 
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ablation  of  gold  than  for  532  nm,  in  agreement  with  our  results  here.  Rebouillat,  et 
at.  indicate  that  their  results  can  be  explained  on  the  basis  of  thermal  effects  in  the 
material.  Recent  results,  obtained  by  using  this  technique  in  our  laboratory,  suggest 
that  other  factors,  e.g.  optical  properties  of  the  thin  film,  may  play  an  important 
role[18]. 

Direct  comparisons  between  the  excimer  laser  results  of  reference  4  and  our 
Nd:YAG  laser  results,  or  with  those  of  Rebouillat,  ef  a/.  [15],  must  be  viewed  with 
caution.  The  observations  may  be  the  result  of  the  differences  between  the  optical 
characteristics  of  Nd:YAG  laser  vs.  excimer  laser,  e.g.  pulse  duration,  beam 
homogeneity,  and  frequency  bandwidth,  or  it  may  be  indicative  of  different  physical 
processes  occurring  in  the  material.  These  phenomena  are  best  studied  by  direct 
comparisons  of  pulsed  laser  ablation  under  conditions  where  the  beam  characteristics 
of  the  laser  are  kept  constant. 

Most  of  the  studies  of  laser  ablation  depend  on  the  data  collected  after  multiple 
laser  pulses  at  the  target  surface.  Direct  probes  of  the  laser  ablation  plumes  are 
typically  limited  to  the  detection  of  either  neutral  species  or  ionic  species,  exclusively. 
The  microbalance  experiment  directly  yields  the  mass  removed  per  pulse,  which 
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includes  all  neutral  and  ionic  species  (less  any  re-deposited  material[19])  on  the  QCM 
electrode.  The  results  presented  here  provide  evidence  that  the  microbaiance  pulsed 
ablation  technique  holds  promise  for  the  establishment  of  direct  relationships  among 
laser  parameters  and  target  characteristics  in  the  laser  ablation  of  refractory  metals. 
Target  properties  such  as  reflectance,  thermal  conductivity  and  heat  capacity,  among 
others,  have  been  reported  to  play  an  important  role  in  the  laser  ablation  process[4,5]. 
Ongoing  experiments  in  our  laboratory  to:  (1)  Investigate  other  refractory  metals, 
e.g.  copper  and  aluminum:  (2)  Perform  more  thorough  wavelength  and  fluence 
dependence  studies;  and  (3)  Study  the  effects  of  laser  pulsewidth  and  beam 
homogeneity,  will  help  establish  the  relationship  between  laser  and  target 
properties!  18],  These  results  will  provide  a  better  understanding  of  laser  ablation  of 
metallic  thin  fims. 
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Figure  Captions 


Figure  1: 


Figure-2: 


Figure  3: 


The  measured  changes  in  frequency  per  laser  pulse  for  the 
laser  ablation  of  gold  at  532  nm  and  a  fluence  of  2.5  J/cm2. 
The  average  amount  of  gold  ablated  per  pulse  is  given  by  the  slope 
of  the  fitted  line,  i.e  202  Hz/pulse  (1162  ng/pulse). 


The  amount  of  gold  ablated  as  a  function  of  laser  fluence  for  the 
laser  ablation  of  gold  at  532  and  355  nm.  The  error  bars 
correspond  to  shot-to-shot  variations  in  the  laser  fluence.  The 
lines  are  linear  least  square  fits  to  the  data. 


The  induced  change  in  frequency  at  different  positions  from  the 
center  of  the  electrode  of  a  QCM,  The  experiment  was  performed 
at  a  constant  fluence  of  about  2.5  J/cm2  pulse.  The  solid  line  is 
a  Gaussian  distribution  fitted  to  the  experimental  data.  The  dotted 
lines  indicate  the  2.2  mm  region  where  the  ablation  experiments 
were  performed. 
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Table  1.  Results  of  532  nm  and  355  nm  pulsed  laser  ablation  of  gold  thir  films.  The 
results  reported  for  excimer  laser  ablation  at  193  nm  were  adapted  from  reference  4. 
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